I.. Introduction {#sec1}
================

The dysfunction of the diaphragm, which is the main respiratory muscle for quiet breathing (normal breathing state that requires no control or assistance of any type), contributing up to 70% to resting lung ventilation, may induce respiratory complications and can prolong the duration of mechanical ventilation [@ref1]--[@ref2][@ref3][@ref4][@ref5]. Early diagnosis of diaphragmatic dysfunction is important, because diaphragmatic paralysis may be amenable to therapeutic strategies and may require adapted and prolonged ventilatory support. Therefore, the need for the assessment of diaphragm function arises in many clinical situations. An early index for the evaluation of the diaphragmatic fatigue is the maximum relaxation rate (MRR) of the esophageal pressure (MRR_ES) which is depicted in [Fig. 1a](#fig1){ref-type="fig"}. MRR_ES has been used as a predictor of weaning failure [@ref4], [@ref5]; however, the invasive nature of the measurement method has impeded its wide clinical use [@ref2]. In order to estimate the MRR_ES, the slope of a tangent, drawn at the steepest part of the esophageal pressure graph (see also [Fig. 1a](#fig1){ref-type="fig"}), is divided by the value of the peak pressure [@ref3]--[@ref4][@ref5]. Diaphragmatic motion can also be monitored by ultrasound video, from which an M-mode image (see [Fig. 1b](#fig1){ref-type="fig"}) may be generated [@ref6]. An M-mode image of the diaphragm can evaluate the diaphragms' displacement and kinetics, which can assist the clinical expert in the evaluation and assessment of the fatigue of the diaphragm [@ref6]. Abnormalities of the MRR may indicate impaired contractile performance [@ref6]. FIGURE 1.(a) Equations used in the calculation of the MRR of the Esophageal pressure (MMR_ES). Reproduced from [@ref2]. (b) Inverted esophageal pressure (I) generated by the Biopac®system (reference method) and its corresponding diaphragmatic motion (M-mode) (II) acquired by ultrasound, from a female subject at the age of 45 with no-resistance (NRES) in the esophageal muscle. $\documentclass[12pt]{minimal}
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}{}$\downarrow $
\end{document}$: End of expiration (beginning of the diaphragmatic contraction), O: End of inspiration (end of diaphragmatic contraction), \*: End of relaxation.

The method initially described for the measurement of the MRR involves passing a specially designed catheter in the lower third of the esophagus for measurement of the esophageal pressure [@ref4]--[@ref5][@ref6][@ref7][@ref8]. The measuring system requires appropriate calibration and performance of specific tests to assure proper position and reliable measurements [@ref6]. The maximal rate of the relaxation part of the esophageal pressure curve is taken as the diaphragmatic MRR [@ref4], [@ref5]. However, in total, the technique is cumbersome and invasive in nature and due to some technical limitations, measurement of diaphragmatic MRR was mainly used for research purposes rather than in everyday clinical practice. Meanwhile, ultrasonography has become increasingly available in ICUs worldwide; soon it was discovered that diaphragmatic motion is easily and reliably recorded using M-mode sonography. Assessment of the distance, velocity and duration of diaphragmatic motion became subsequently readily available, allowing for direct measurement of the contraction and, of what is of major clinical interest, relaxation rate of the diaphragm; however, the examiner has to decide which part of the relaxation M-mode displacement curve represents the initial, steepest part (see also [Fig. 2f](#fig2){ref-type="fig"}) where measurement of the relaxation rate will be performed. FIGURE 2.Illustration of the steps followed for the semi-automated measurement of the diaphragmatic MRR_SAUS index. (a) Initial ultrasound M-mode image of the diaphragmatic motion with the selected rectangular ROI and the calibration points placed manually by the user of the system for ten breathing cycles. The ultrasound M-mode image was acquired from a male subject at the age of 45 without the use of resistance during breathing (NRES). (b) Diaphragmatic ultrasound motion curve after image normalization and despeckle filtering. (c) Binary image from (c). (d) Extraction of the upper and lower boundaries of the diaphragmatic motion curve. (e) Final upper and lower boundaries overlaid on the grayscale diaphragmatic ultrasound image. (f) Upper smoothed graph of the diaphragmatic displacement for the first four breaths with absolute maximum \[4.59 mm, 12.72 mm\] and minimum \[3.24 mm, 4.79 mm\] values and the steepest slope \[23.47 mm/sec\], at the coordinates \[3.51 sec, 7.92 mm\] and \[3.54 sec, 8.52 mm\]. Absolute maximum and minimum distance (diaphragmatic displacement): 12.72 − 4.79 = 7.93 mm, Cycle duration = 2.4 secs; MRR_SAUS = 3.92 1/sec.

Few other researchers have investigated in the past the diaphragmatic fatigue and dysfunction from ultrasound images or videos [@ref6]--[@ref7][@ref8][@ref9]. In [@ref6] diaphragmatic dysfunction was diagnosed by M-mode ultrasonography in ultrasound M-mode images respectively. In [@ref7], diaphragmatic motion using M-mode analysis was correlated with pulmonary function in stroke patients. Boussuges *et al.* [@ref8], investigated the diaphragmatic motion by using M-mode ultrasonography and extracted the normal values of the excursion of the diaphragmatic muscle. In the above studies, the use of ultrasound imaging or video for the diaphragmatic function in clinical applications was found to be very useful. Furthermore, in [@ref9] three-dimensional reconstructions obtained with spiral computed tomography were used to measure total diaphragm length and surface area, where a reduction of the diaphragmatic area was observed in subjects with obstructive pulmonary disease.

The objective of the present study was to propose a semi-automated system to compute maximum relaxion rate (MRR_SAUS) of the diaphragm using ultrasound M-mode images and extract the displacement curve as well as quantitative parameters (see also [Fig. 2](#fig2){ref-type="fig"}). These parameters will be able to assist the clinician in the noninvasive evaluation of the diaphragmatic muscle fatigue and aid in the proper decision of medical treatment. To the best of our knowledge, there are no other studies reported in the literature (with the exception of [@ref10] applied only in three healthy volunteers by our group), investigating the diaphragmatic MRR_SAUS using ultrasound M-mode images of the diaphragmatic muscle. Moreover, in [@ref11], a system for the quantitative analysis of the ultrasonic diaphragmatic motion was introduced, which was based on motion analysis of the diaphragmatic ultrasound videos.

The proposed semi-automated system constitutes an easy method to accurately locate and calculate diaphragmatic MRR. Additionally, being user friendly, users may be able to familiarize them self's easily with the system. The time line for the development of the proposed system will depend on the readiness of the intensive care units (ICU's) worldwide to implement and apply the proposed system in the current clinical practice. The noninvasive evaluation of the diaphragmatic muscle will then be possible, and one would expect a rapid implementation of the proposed method, since current evaluation of the calculation of diaphragmatic MRR is mainly performed using a cumbersome, invasive method, i.e. via inserting an esophageal catheter [@ref6].

II.. Methodology {#sec2}
================

[Figure 2](#fig2){ref-type="fig"} illustrates the steps followed for the measurement of the diaphragmatic MRR_SAUS index, from an M-mode ultrasound diaphragmatic image. [Figure 3](#fig3){ref-type="fig"} summarizes in detail the steps followed in the form of a flow diagram, where it is shown how the diaphragmatic motion diagram, the final contracting, and relaxing diaphragmatic states, as well as the MRR_SAUS index value of the diaphragm were estimated. These will be explained in the following subsections. FIGURE 3.Steps followed in the measurement of ultrasonic diaphragmatic motion.

A.. Acquiring M-Mode Ultrasound Diaphragmatic Images {#sec2a}
----------------------------------------------------

A total of 27 M-mode ultrasound images of the diaphragmatic muscle from individual subjects (20 male, 7 female) (COMB) at the age of 41.6 ± 4.4 with abnormal diaphragmatic function were recorded during quiet breathing, using the Philips HD15 U/S scanner at the ICU of the Papageorgiou Hospital in Thessaloniki, Greece. In seven patients a resistive device was added (RES) in the breathing circuit for a few breathing efforts, while in the rest of the patients breathing was without resistance (NRES).

All subjects were examined during a routine diagnostic procedure and a written informed consent was obtained according to the instructions of the local ethics committee, while all personal data were kept confidential.

For each acquired M-mode ultrasound image, the calibration was made by selecting two consecutive points on the x-axis (see left top corner of [Fig. 2a](#fig2){ref-type="fig"}), that corresponds to 1 sec and two points on the y-axis that correspond to 1 mm. Points were manually selected by the user of the proposed system, in order to extract reliable and consistent measurements (see also [Fig. 3](#fig3){ref-type="fig"}, step 2--step 4). The calibration was made after image normalization (see [subsection II-B](#sec2b){ref-type="sec"}) Erroneous edges or readings that were possibly produced during the image acquisition process can be manually removed from the user of the system by using the mouse (see [Fig. 3](#fig3){ref-type="fig"}, step 2).

A highly experienced ICU specialist, with more than 30 years of experience (coauthor D. Matamis), manually identified (after image normalization, see [subsection II-B](#sec2b){ref-type="sec"}) the relaxation and contraction points of the diaphragm from the acquired ultrasound M-mode images, as well as manually measured the MRR_MUS of the diaphragmatic curve, the slope, the excursion, the cycle duration, and the inspiration time [@ref6] (see also [Fig. 3](#fig3){ref-type="fig"}, step 3). The ICU specialist additionally measured the maximum relaxation rate (MRR_MB) using the reference Biopac®system [@ref6].

The ICU specialist manually calibrated the M-mode images and selected an ROI. On the diaphragmatic M-mode ultrasound image (see [Fig. 2a](#fig2){ref-type="fig"}), a rectangular region of interest (ROI) was manually selected (see also [Fig. 2a](#fig2){ref-type="fig"} and [Fig. 3](#fig3){ref-type="fig"}, step 4) by the user, in order to define the region, where the M-mode image, the displacement of the diaphragm and the measurements will be estimated.

B.. Image Normalization and Despeckle Filtering {#sec2b}
-----------------------------------------------

All images were intensity resolution-normalized depending on the calibration of the image as proposed in [@ref12] by selecting the darkest and brightest area in the image (see also [Fig. 3](#fig3){ref-type="fig"}, step 2). During the normalization procedure, a small homogeneous area in the darkest area of the image was selected and the grayscale median value of this area was estimated, which was in the range from 3--9. In the same manner, a small homogeneous area in the brighter was selected and the grayscale median of this area was also estimated, which was in the range of 190--210. Care was taken during the normalization procedure, so that an area with the above characteristics would be selected [@ref13]. Algebraic (linear) scaling of the image was manually performed by linearly adjusting the image based on the dark and bright values selected above. The result of this is that the intensity of the gray level values on the image ranged from 0--255. Thus, the brightness of all pixels in the image was readjusted according to the linear scale defined by selecting the two reference regions [@ref12]. The normalization procedure applied is a well-accepted standardization method used widely and it improves image compatibility by reducing the variability introduced by different gain settings, different operators, different equipment, and facilitates ultrasound tissue comparability. This was also carried out in order to overcome the small variations in the number of pixels per mm of the image depth and in order to maintain uniformity in the digital image spatial resolution.

For speckle reduction, which was applied after image normalization, on the selected ROI (see [Fig. 3](#fig3){ref-type="fig"}, step 5), the filter DsFlsmv (despeckle filter linear scaling mean variance) was applied to the ROI in each M-Mode ultrasound image prior to measuring the MRR_SAUS (see also Step 4, in [Fig. 3](#fig3){ref-type="fig"} and [Fig. 2b](#fig2){ref-type="fig"})). The filters of this type utilize first order statistics such as the variance and the mean of a pixel neighborhood and may be described with a multiplicative noise model [@ref13], [@ref14] by the following equation:$$\documentclass[12pt]{minimal}
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\end{document}$ represent the variance in the moving window and the variance of the noise in the whole M-Mode ultrasound image respectively. The moving window size for the despeckle filter DsFlsmv was 5x5 and the number of iterations applied to each image was one, where a complete description of the filter and its parameters can be found in [@ref13] and [@ref14].

C.. M-Mode Image Analysis {#sec2c}
-------------------------

The M-mode ultrasound images were further processed using the Matlab^®^ Simulink Software. First, all the images were converted to binary (see [Fig. 2c](#fig2){ref-type="fig"}), using the im2bw function in Matlab^®^ R 2015b, and morphological operators (closing and opening using a cross structuring element of size 3x3) were applied to smooth the edges of the ultrasound diaphragmatic muscle. The edges were then extracted using an appropriate threshold for the image binarization, which was automatically estimated using the graythresh function in Matlab^®^ R 2015b (see [Fig. 3](#fig3){ref-type="fig"}, step 6 and [Fig. 2c](#fig2){ref-type="fig"}). The image edges representing the diaphragm, were then linked together and then sampled, to produce a parameterized contour with x- and y-coordinates (see [Fig. 2d](#fig2){ref-type="fig"}). This contour was then inputted to a snake's segmentation algorithm, which is a modification of the Williams & Shah snake's algorithm as presented in [@ref15] (see [Fig. 3](#fig3){ref-type="fig"}, step 7). The snake was applied to every binary image and deformed in order to extract the exact final boundaries of the diaphragmatic motion diagram (see [Fig. 2e](#fig2){ref-type="fig"} and [Fig. 3](#fig3){ref-type="fig"}, step 7 and [Fig. 2e](#fig2){ref-type="fig"}). The final upper and lower boundary coordinates were then saved. In the following, the upper boundary of the diaphragmatic motion diagram (see also [Fig. 2f](#fig2){ref-type="fig"}, step 8) was then used to estimate the excursion (as documented by [@ref8]), cycle duration, inspiration time, total time, slope, relaxation rate, steepest slope and MRR_SAUS (see [Fig. 2f](#fig2){ref-type="fig"} and [Fig. 3](#fig3){ref-type="fig"}, step 8). Two additional methods for estimating the upper and lower boundaries of the diaphragm were additionally tested in this work and compared with the one proposed. The first one was based on a simple pixel differencing for edge detection and the second one on an edge detection method based on isocontour geometry included in the Matlab^®^ image processing toolbox. The best performed method, which was the one based on the simple pixel differencing for edge detection was then used to generate the results shown in [Table 1](#table1){ref-type="table"}.TABLE 1Manual (MRR_MUS), Manual Biopac^®^ (MRR_MB) and Semi-Automated (MRR_SAUS) Measurements of the Diaphragmatic MotionDiaphragmatic FeaturesNRES (N=20)RES (N=7)Mean±stdMedian (IQR)%SEM%MAEMean±stdMedian (IQR)%SEM%MAESAUSCycle duration \[sec\]2.10±0.131.97(0.33)1.431.02.02±0.162.0(1.2)2.990.8Excursion \[mm\]12.11±0.9311.4(5.67)1.715.313.34±1.5211.99(7.6)4.301.64Inspiration time \[sec\]0.85±0.110.81(0.45)3.022.00.86±0.130.82(0.47)5.660.7Slope (Exc/Insp.time) \[mm/sec\]15.3±2.515.0(8.94)3.86.918.5±4.217.8(16)8.570.7Relaxation time \[sec\]1.26±0.021.11(0.67)3.62.01.16±0.031.1(0.8)1.010.6Relaxation rate (Exc/Relax.time) \[mm/sec\]11.0±2.310.0(5.6)4.74.213.2±5.312.2(8.8)15.102.6MRR_MUS \[1/sec\]2.36±1.192.33(2.1)11.61.565.8±2.102.1(1.69)11.92.51MRR_MB \[1/sec\]3.93±0.893.86(1.47)5.2--3.73±0.523.81(0.76)5.65--MRR_SAUS \[1/sec\]3.94±0.913.56(1.4)5.31.564.98±1.983.72(1.73)6.312.18SAUSSteepest slope \[mm/sec\]54.68±10.5849.4(37.5)4.33--74.22±4.9971(49)6.13--Y-distance \[mm\]13.79±1.1712.4(8.67)1.90--15.14±0.9713(9.5)1.86--NRES: ultrasound M-mode images without the use of resistance during breathing; RES: ultrasound M-mode images with the use of resistance during breathing; MUS, MB, SAUS: Manual, manual Biopac^®^ and semi-automated, ultrasound measurements; %SEM: Standard error of the mean\*100; %MAE: Percentage of the mean absolute error. The comparisons for extracting the errors were made between the MUS and the SAUS measurements.

D.. Estimation of the MRR_SAUS {#sec2d}
------------------------------

The MRR_SAUS can be found by estimating the steepest slope of the descending section on the diaphragmatic displacement curve [@ref6]. The y-axis distance of each descending section was found as shown in [Fig. 2f](#fig2){ref-type="fig"}. Each descending section of the diaphragmatic graph from the maximum point (end of the diaphragmatic contraction) up to the minimum point (end of the diaphragmatic relaxation), was divided into 10 equidistant segments (see [Fig. 2f](#fig2){ref-type="fig"} and [Fig. 3](#fig3){ref-type="fig"}). In each part of the descending section, two edge points A (x~1~, y~1~) and B (x~2~, y~2~) were taken at a time, in order to estimate the slope of the segment under investigation, which was given with:$$\documentclass[12pt]{minimal}
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}{}\begin{equation*} slope=\frac {y_{2}-y_{1}}{(x_{2}-x_{1})}\tag{3}\end{equation*}
\end{document}$$ Thus, the maximum slope from each descending section in the diaphragmatic displacement diagram was estimated and marked with a thicker line (see [Fig. 2f](#fig2){ref-type="fig"}). The y-axis distance is the distance between the maximum and minimum points of the descending section. The estimation of the MRR can thus be calculated as (see also [Fig. 2f](#fig2){ref-type="fig"}):$$\documentclass[12pt]{minimal}
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}{}\begin{equation*} MRR\_{}SAUS=\frac {steepest~slope~value}{y~axis~distance}\tag{4}\end{equation*}
\end{document}$$

Finally, the average MRR_SAUS from all descending sections of the diaphragmatic curve was calculated and presented to the user. It is understood that in order to calculate the steepest slope of the diaphragmatic displacement all breaths illustrated on the M-mode ultrasound image must be included within the selected ROI as shown in [Fig. 2a](#fig2){ref-type="fig"}) (see also [Fig. 3](#fig3){ref-type="fig"}, step 9).

E.. Evaluation Metrics {#sec2e}
----------------------

For quantitatively evaluating the proposed method the following evaluation metrics were computed (see [Fig. 3](#fig3){ref-type="fig"}, step 10):

### 1). The Mean Absolute (%) Error (MAE) {#sec2e1}
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\end{document}$ indicate the manual and semi-automated measurements respectively and N is the number of breaths.

### 2). The Standard Error of the Mean (SEM) {#sec2e2}
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}{}\begin{equation*} SEM\% \left ({x }\right)=\left [{ \frac {\frac {std\left ({x }\right)}{\sqrt {N}}}{mean\left ({x }\right)} }\right]\ast 100\tag{6}\end{equation*}
\end{document}$$ where x represents the current measurement of the diaphragmatic feature and N the number of breaths measured.

F.. Statistical Analysis {#sec2f}
------------------------

In order to further evaluate the proposed method, the Wilcoxon rank sum test [@ref16], was used in order to identify if for each set of measurements, a significance difference (SD) or not (NSD) exists between the two different groups investigated (NRES, RES). For significance difference, we require p \< 0.05. This was done for each set of measurements for independent samples of same sizes with a confidence level of 95%. Furthermore, box plots for the three different groups and for all different measurements were plotted. Bland-Altman plots with 95% confidence intervals, were also used to further evaluate the agreement between the manual (MUS, MB) and the semi-automated (SAUS) measurements.

III.. Results {#sec3}
=============

[Table 1](#table1){ref-type="table"} tabulates the results of the manual and semi-automated measurements for the NRES and RES groups investigated in this study for an average of 8 breathing cycles. The mean ± std and median (inter quartile range (IQR)) measurements of the cycle duration, excursion, inspiration time, slope, relaxation time, relaxation rate and MRR were computed. Furthermore, the percentage standard error of the mean (%SEM) and the percentage of mean absolute error (%MAE) were computed. As shown in [Table 1](#table1){ref-type="table"}, we computed the semi-automated ultrasound MRR measurements on all NRES/RES images, using the proposed system (MRR_SAUS = 3.94 ± 0.91/4.98 ± 1.98 \[1/sec\], %SEM = 5.3/6.31), and compared them with the manual measurements made by a clinical expert (MRR_MUS = 2.36 ± 1.19/5.8 ± 2.1 \[1/sec\], %SEM = 11.6/11.9 \[1/sec\]) and those made by a reference manual method (MRR_MB = 3.93 ± 0.89/3.73 ± 0.52 \[1/sec\], %SEM = 5.2/5.65), performed manually with the Biopac®system.

[Figure 4](#fig4){ref-type="fig"} illustrates the Bland-Altman plot between the reference manual Biopac®system (MRR_MB) and the semi-automated (MRR_SAUS) measurements of the MRR for the NRES (indicated with circles in [Fig. 4](#fig4){ref-type="fig"}, N = 20) and the RES (indicated with empty rectangles in [Fig. 4](#fig4){ref-type="fig"}, N = 7) cases investigated in this study. The difference of the two methods for all measurements investigated (Biopac®semi-automated vs manual) were 0.6 + 3.6 \[1/sec\] and 0.6-2.3 \[1/sec\] with a Spearman correlation of $\documentclass[12pt]{minimal}
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\end{document}$ (p = 0.15) and a non-statistical significance difference (NS at p = 0.85) using the Wilcoxon rank sum test. It was shown that the outliers belong entirely to the RES group. FIGURE 4.Bland-Altman plot illustrating the agreement between the Biopac®MRR manual (MRR_MB) and the MRR semi-automated measurements (MRR_SAUS) for the MRR index on the NRES (N = 20, indicated with circles) and the RES (N = 7, indicated with empty rectangles) ultrasound M-mode images of the diaphragmatic muscle investigated in this study. Correlation: $\documentclass[12pt]{minimal}
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\end{document}$ at p = 0.15 (F-ratio = 2.26, Regression equation: MRR_SAUS = 2.35 − 0.48 \* MRR_MB). Non-significantly different (NS) at p = 0.28, using Wilcoxon rank-sum test (see also [Table 2](#table2){ref-type="table"}).

In [Fig. 5](#fig5){ref-type="fig"} we illustrate box plots for all images (NRES in the left part and RES in the right part of [Fig. 5](#fig5){ref-type="fig"}) and the three different groups (MUS, MB, SAUS) investigated in this study for the MRR measurements. FIGURE 5.Box plots for the MRR index for the NRES (left part) and RES (right part) groups. The interquartile range (IQR) is shown above each box plot.

In [Table 2](#table2){ref-type="table"} we present a comparison based on the Wilcoxon rank sum test between the manual (MB and MUS) and SAUS measurements of the MRR for all cases investigated. MRR_SAUS and MRR_MB measurements were not statistically significantly different for NRES and RES subjects (p = 0.62/p = 0.58) with a good correlation ($\documentclass[12pt]{minimal}
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\end{document}$) but were significantly different with the MRR_MUS measurements made by the clinical expert. It should be furthermore noted that the refence method for measuring the MRR is the MRR_MB [@ref6], which has been found in this study to be non-statistically significantly different with the proposed semi-automated method (MRR_SAUS).TABLE 2Comparison Between Manual (mus), Manual Biopac^®^ (mb) and Semi-Automated (saus) Mean Measurements of the MRR Based on the Wilcoxon Rank Sum Test for the nres and res GroupsNRES_MRR_MUSRES_MRR_MUSNRES_MRR_MBRES_MRR_MBNRES_MRR_SAUSS (p = 0.0001) $\documentclass[12pt]{minimal}
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The proposed system in this work maybe therefore used in clinical practice with confidence as the proposed system agrees with the manual measurements of the Biopac^®^ reference system.

IV.. Discussion {#sec4}
===============

The objective of this study was to develop and evaluate a semi-automated system for the measurement of the diaphragmatic motion and the estimation of the MRR_SAUS index from ultrasound M-mode images of the diaphragmatic muscle. It is well documented that diaphragmatic thickness, which is used to identify diaphragmatic atrophy is not always a reliable measure in all clinical settings. Measurements of thickness for instance may miss an acutely paralyzed diaphragm (abnormal thickness: 1.3-1.9 mm vs normal thickness: 2.2-2.8 mm) and could incorrectly identify atrophy in a low weight individual with a healthy, yet thin, diaphragm [@ref17], [@ref18]. Therefore, additional metrics such as the one proposed in this study (MRR_SAUS) are required for reliably following the diaphragmatic function. It should be furthermore noted that this is the first study presented in the literature (with the exception of [@ref10], performed by our group), where MRR is computed automatically from ultrasound M-mode images of the diaphragmatic muscle.

Furthermore, as also shown in [Table 1](#table1){ref-type="table"} and [Fig. 4](#fig4){ref-type="fig"}, the MRR_SAUS error between the manual and the semi-automated measurements on all the NRES/RES images were small (%SEM = 5.3/6.31, %MAE = 1.56/2.18). The difference between the manual (MRR_MB) and the semi-automated (MRR_SAUS) measurements were also very small as shown in [Fig. 4](#fig4){ref-type="fig"}. [Figure 5](#fig5){ref-type="fig"} also shows that the distribution of the semi-automated MRR measurements (SAUS), specifically for the NRES is more robust with lower IQR values when compared with the MUS and MB methods. The semi-automated MRR measurements (MRR_SAUS) estimated with the proposed system can thus be used in the clinical practice with confidence as the proposed system agrees with the reference method (MB). It is furthermore shown from [Fig. 4](#fig4){ref-type="fig"} and [Table 1](#table1){ref-type="table"}, that the proposed method overestimates the MRR_SAUS measurements (by 0.3 1/sec, see also [Fig. 4](#fig4){ref-type="fig"}) when compared with the MRR_MB. It was also shown from [Table 1](#table1){ref-type="table"} that the manual and the automated MRR values were higher for the RES subjects when compared with the NRES subjects with statistically significant differences between them (see also [Table 2](#table2){ref-type="table"}).

Matamis *et al.* [@ref6], studied the use of ultrasonography for the evaluation of diaphragmatic function in ICU patients. It was shown that the value of the diaphragmatic excursion manually estimated, in healthy male individuals was 18 ± 3 mm and that ultrasonography can non-invasively assist on the evaluation of the diaphragmatic muscle in post-operative patients as also reported in [@ref8]. It was also reported in [@ref4]--[@ref5][@ref6], that the golden method for measuring the MRR is the MRR_MB, which was performed by the Biopac®system. As shown in [Table 2](#table2){ref-type="table"} non-statistical significant differences were found between the method proposed in this work (MRR_SAUS) and the MRR_MB.

In another study [@ref25], M-mode sonography was used to manually assess diaphragmatic motion in 40 healthy volunteers breathing under conditions of inspiratory resistive loading. It was shown that inspiratory resistive loading induced significant changes in the diaphragmatic contraction pattern, which mainly consisted of decreased velocity of diaphragmatic displacement with no change in diaphragmatic excursion. The slope of the diaphragmatic contraction in subjects with breathing problems, during quiet breathing, was 13±0.4 mm/s [@ref25]. A protocol was also suggested in [@ref18] for evaluating ultrasonography in the study of the diaphragmatic motion.

M-mode images of 40 healthy subjects were investigated in [@ref26]. The resting and forced diaphragmatic excursions were 18.4 ± 7.6 mm and 78.8 ± 13.3 mm, respectively, unrelated to demographic or anthropometric parameters.

Gerscovitch *et al.* [@ref19], investigated diaphragmatic paralysis on 102 subjects using ultrasound M-mode imaging and manual measurements. It was found that women demonstrated greater diaphragmatic excursion values than men (15.4 mm for women vs 13.9 mm for men). Also, differences were found between the left and right hemidiaphragm. Slightly lower values were also found for the diaphragmatic excursion in the present study.

The effects of stroke on diaphragmatic motion using M-mode ultrasound images were investigated in [@ref7] and correlated with pulmonary function in hemiplegic patients (10 normal versus 10 stroke subjects). Among healthy subjects, men (24.3 ± 5.1 mm) had greater diaphragmatic excursion than women (23.7 ± 6.6 mm). For the stroke subjects, a reduction in the excursion was observed for both men and women (15.9 ± 3.7 mm). There was also a statistically significant difference estimated for the excursion between normal and stroke subjects (p \< 0.01).

In the largest study found in the literature [@ref8], manual readings of the diaphragmatic excursion from 236 healthy subjects were taken in quiet breathing by two experts from M-mode images. During deep breathing, an obscuration of the diaphragm by the descending lung was noted in subjects with marked diaphragmatic excursion. The lower normal limit values of the diaphragmatic excursion were close to 9 mm for women and 10 mm for men during quiet breathing, 16 mm for women and 18 mm for men during voluntary sniffing and 37 mm for women and 47 mm for men during deep breathing.

In [@ref20], an investigation of the diaphragmatic dysfunction was presented using M-mode ultrasonography in 88 ICU patients. It was found that the excursion, assessed manually, was below 10 mm. It was furthermore shown that ultrasonography of the diaphragm may be useful in identifying patients at high risk of difficult weaning.

Furthermore, in [@ref21], the usefulness of ultrasonography in manually detecting diaphragmatic dysfunction as a cause of acute respiratory failure with a subsequent change in patient management was for the first time demonstrated. It was also shown in [@ref22] that ultrasound measures of diaphragm muscle thickening taken form 63 mechanically ventilated patients, may predict extubation success or failure with pressure support and spontaneous breathing weaning trials. It was also shown that this method may be especially helpful in reducing the number of failed extubations. Similarly, in [@ref23], it was shown that the assessment of the diaphragm thickening fraction investigated on 46 subjects, may perform similarly to other weaning indexes.

The diaphragmatic movement (inspiration, expiration and excursion) of 14 asymptomatic adults (9 males, 5 females; mean age = 28.4 ± 3.0 years) was investigated in [@ref24]. Strong correlations (ranging from 0.78 to 0.83), between ultrasound and radiographic manual imaging measurements of the diaphragm during inhalation, exhalation, and excursion were found.

Finally, in [@ref11], simulated videos of the diaphragmatic motion in healthy subjects were used to report an excursion of 17.73 ± 1.01 mm (SEM = 3.28%), in contrast with 18.31 ± 0.0 mm, which was reported in our study (SEM = 0.00% and MAE = 0.03) on M-mode images. Furthermore, findings in [@ref11], showed that in real ultrasound videos of the abnormal diaphragm the diaphragmatic displacement was 9.47 ± 0.23 mm.

In all of the above studies, the assessment and the evaluation of the diaphragm was performed manually by experts, which includes intra- and inter-observer variability. A major difficulty that a clinical expert faces when calculating a patient's MRR, is to identify the exact location of the steepest part of the diaphragmatic displacement waveform. The expert is required to identify that part of the curve, where the slope of the diaphragmatic displacement should be ideally calculated (see also [Fig. 2f](#fig2){ref-type="fig"}). This involves high intra- and inter-observer variabilities, which may produce different results. The semi-automated analysis system for measuring the diaphragmatic motion and estimating the maximum relaxation rate proposed in this work, partially overcomes this problem, since, due to digital processing of the ultrasound diaphragmatic images, identification of the right points to draw the slope line becomes easier and more accurate.

The inclusion of the resistive device in the breathing system was not aiming to induce fatigue or mimic any specific clinical cases, but to simply induce a change in breathing conditions. We subsequently examined if the relationship between the MRR_SAUS, MRR_MUS and MRR_MB that we found during normal breathing remained the same during resistive breathing, despite the change in the ventilatory setting. It is noted that the performance of MRR_SAUS is similar for both NRES and RES subjects. There was no significant difference between NRES_MRR_SAUS and NRES_MRR_MB as well as between RES_MRR_SAUS and RES_MRR_MB as documented in [Table 2](#table2){ref-type="table"}. In addition, it is noted that %SEM and %MAE for the NRES cases were slightly lower than the RES cases as documented in [Table 1](#table1){ref-type="table"}.

To the best of our knowledge, there are no other studies reported in the literature, where the value of the ultrasonic diaphragmatic MRR was estimated either semi-automatically or automatically. Additional research is required in a larger number of images by employing additional evaluation metrics and observers for further investigating the use of the proposed MRR_SAUS index in the assessment of the diaphragmatic motion.

A.. Limitations {#sec4a}
---------------

There are also some limitations for the present study, which are summarized below. Ultrasound is operator dependent, suffering from intra- and inter-observer variabilities [@ref14], [@ref15], [@ref18] specifically in diaphragm assessment as also documented in [@ref1], [@ref8], [@ref18], and [@ref20]. Bad visualization of the left hemi-diaphragm was reported in the past [@ref1], [@ref2], with an incidence of failure to visualize between 28--63%. However, more recently, bad visualization was significantly improved using a subcostal approach and correct positioning [@ref8], [@ref19]. The measurement of excursion depends on maximal voluntary inspiration effort. This limits the interpretation and generalization of cut-off values of excursion amplitude measurement in heterogeneous populations [@ref27].

A further limitation of this study could be the small size of the images, especially for the NRES (N = 7), on which the method was applied. It was documented in [@ref28], that measuring parameters of the diaphragmatic displacement, slope and time from an M-mode diaphragmatic excursion waveform has long been practiced. The manual measurements basically consist of measurement of characteristics of the diaphragmatic displacement waveform once the examiner has decided which part of the curve will be assessed. These parameters carry an excellent intra- and inter-observer reproducibility, limiting, therefore, the number of observers and images necessary for reliable interpretation of the results. Moreover, despite the relatively small number of RES and NRES samples, each image usually contains at least 5--8 breaths, increasing, therefore, the number of available breaths for assessment and measurement.

Another limitation to the widespread use of ultrasound for diaphragm assessment is a lack of reference values for diaphragmatic parameters [@ref18]. This is because different groups have used different ranges of lung volumes for quiet breathing, deep breathing, or sniff maneuvers. Depending on the body position, weight, height, or physical condition of the subject, the upper rib cage and neck muscles were shown to make a greater contribution to inspired volume in certain subjects [@ref1]. Ultrasound parameters of thickness and excursion can also vary depending on the initial point of measurement by the end of the expiration [@ref1], [@ref17] or the beginning of the inspiration [@ref29]. It is therefore recommended, when normative data are collected, simultaneous spirometric measurements to be performed [@ref8], [@ref20].

B.. Future Directions {#sec4b}
---------------------

Future research on diaphragmatic ultrasound analysis could further evaluate the relationship between diaphragmatic displacement, thickness and MRR index and compare these parameters with additional evaluation metrics for evaluating the diaphragmatic strength for improving ventilator trigger delay and synchrony. Furthermore, to utilize the findings of this study to follow diaphragmatic atrophy or recovery from atrophy in patients suffering from critical illness polyneuromyopathy or assess diaphragmatic function in patients during prolonged or difficult weaning from mechanical ventilation. Additionally, standardized protocols for the ultrasound assessment of the diaphragm should be designed including information relating the MRR_SAUS index and the diaphragmatic excursion. Reference values for the diaphragm thickness, excursion, amplitude, velocity and the MRR_SAUS index should also be established as well as a relation between them could be found. The method proposed in this work offers a non-invasive tool to calculate diaphragmatic MRR, a parameter with clinical implications in weaning from mechanical ventilation. However, the traditional measurement of MRR is accomplished using an invasive and cumbersome technique, resulting in the restriction of this potentially helpful parameter mainly in the laboratory. In this study, we propose a non-invasive method to calculate MRR, which, in combination with the rapidly increasing familiarity with the use of diaphragmatic ultrasound, can restore the use of MRR as a valuable parameter in clinical ICU practice.

V.. Concluding Remarks {#sec5}
======================

It is shown in this study that the MRR_SAUS measurements extracted from an M-mode ultrasound diaphragmatic image may be used successfully for measuring diaphragmatic weakness or paralysis (normality or abnormality).

Slowing of the MRR when the ventilatory conditions change indicates diaphragmatic fatigue with possible subsequent difficulty in disconnecting the ventilator. However, the results of this study should be examined further and validated on a larger number of subjects, so that concrete conclusions can be drawn for the use of the MRR_SAUS as a validated measure for the normal diaphragmatic motion. Future work will investigate the possible incorporation of the proposed system into a computer aided diagnostic system that supports diaphragmatic motion image and video analysis, providing an automated system for the early diagnosis of the diaphragmatic dysfunction.
